Abstract. The present study compared and analyzed the diagnostic values of B-mode ultrasound and elasticity imaging technology for the identification of benign and malignant thyroid nodules. Ninety-four patients who were diagnosed with thyroid nodules by ultrasound were chosen. All patients were checked with B-mode ultrasound and ultrasound elasticity imaging technology before surgeries. Further, the post-operative outcomes were compared with operation pathology. The pathological examination results were taken as the gold standard. The accuracy, sensitivity, specificity, positive predictive value and negative predictive values of combined ultrasound diagnosis were all obviously higher than those by the B-mode ultrasound and the ultrasound elastography method (P<0.05). In conclusion, as a new technology, ultrasound elasticity imaging technology has relatively high diagnositic value in identifying benign and malignant thyroid nodules. With its own advantages and limitations, the ultrasound elasticity imaging technology could effectively complement B-mode ultrasound, and improve the sensitivity, specificity and accuracy of ultrasound diagnosis for thyroid nodules.
Introduction
Thyroid nodule refers to a mass of abnormally proliferating cells with abnormal local hardness in thyroid (1) . At present, ultrasonography of thyroid nodules mainly relies on B-mode ultrasound diagnosis. However, the diagnostic sensitivity and specificity by B-mode ultrasound is not high (2, 3) . Ultrasound elasticity imaging, as a new technology developed this year, can determine the mechanical characteristics of tissues in vitro (4) . The application value of ultrasound elasticity imaging technology in breast cancer has been confirmed, but its applications in the diagnosis of benign and malignant thyroid nodules are relatively few. The present study compared diagnostic values of B-mode ultrasound and elasticity imaging for the identification of benign as well as malignant thyroid nodules. This modality helps to improve the diagnosis rate of benign and malignant thyroid nodules by ultrasound technology.
Materials and methods
General materials. Ninety-four confirmed cases (from January, 2011 to January, 2015) of thyroid nodules by ultrasound in Zhengzhou Central Hospital Affiliated to Zhengzhou University (Zhengzhou, China) were chosen for the study. There were 46 male and 48 female cases. The age of the patient ranged from 22-72 years and the average age was 43.5±4.5 years.
Detection methods. Siemens Acuson Antares 5.0 Color Doppler Ultrasonic Diagnosis Apparatus (Siemens, Erlangen, Germany) and VF13-5 frequency conversion probe were adopted as the detection instrument. All study subjects were examined by B-mode ultrasound and ultrasound elastography. Patients were kept in supine position and were first given routine vertical and horizontal section scanning of the neck. Nodule forms, sizes, boundaries, internal echo, existence of calcification, surrounding acoustic halo, blood flow conditions and cervical lymph nodes were observed by two-dimensional ultrasound. Subjects were then analyzed by elasticity imaging mode. We tried to make the probe cling to the neck skin during the operation. It was better to make the nodule at the center of sample frame. The size of sample frame was supposed to be adjusted to about twice the size of the lesions. The probe was held by hand and made to slightly vibrate at masses at middle speed. We saved the picture, when stress figure on the device monitor was between 3-4 grades. The color changes of elasticity picture in the sample frame were observed (5 Diagnostic criteria of ultrasound elastography. We adopted the hardness-scoring standard recommended by the Hitachi Co. and took the 5 fractions method according to different nodule colors. One point, the cystic components predominated in nodules manifested by blue-green colors; 2 points, nodules and surrounding tissues manifested by evenly green color; 3 points, >50% and <90% nodules manifested by green color; 4 points, >50% and <90% nodules manifested by blue color; 5 points, >90% nodules manifested by blue color; 1-3 points indicated benign thyroid nodules, and 4-5 points indicated malignant thyroid nodules (6) . Fig. 1 shows the elasticity ultrasound imaging of the thyroid.
Statistical analysis. Data were analyzed and processed by SPSS 18.0 (SPSS, Inc., Chicago, IL, USA). Enumeration data were examined by χ 2 test. P<0.05 was considered to be statistically significant.
Results
Results of pathological findings. Among 94 thyroid nodules, there were 22 malignant nodules, including 2 cases of follicular thyroid carcinoma, 9 cases of papillary carcinoma and 1 case of metastatic carcinoma. Further, there were 72 benign nodules, including 26 cases of goiter nodules and 46 cases of thyroid adenoma (Table I Table I . The classification results and pathological diagnosis of thyroid nodule ultrasound elasticity.
The accuracy, sensitivity, specificity, positive predictive value and negative predictive values of combined ultrasound diagnosis were all obviously higher than those by the B-mode ultrasound method and the ultrasound elastography method (P<0.05). There were no significant differences between results of the B-mode ultrasound method and the ultrasound elastography method (P>0.05) (Table II) .
Discussion
China has listed the thyroid nodule as a health examination item, as the detection rates are on the rise continuously. Five to 10% of these thyroid nodules are malignant nodules (7). The early diagnosis would contribute to increasing the cure rate, prolonging the survival time and improving the survival quality of patients. Thyroid nodules are relatively occult at early stage. Therefore, it is difficult to find the nodule completely by preliminary diagnosis. The B-mode ultrasound diagnosis could not effectively identify the nodule either, which is easy to be confused with the thyroid tissue. For a long time, ultrasound has been preferred for diagnosis of benign and malignant thyroid nodules. Thus, the B-mode ultrasound detection is not able to identify all types of benign or malignant thyroid nodules (2). The prime research target in imaging currently is to improve the detection rate and reduce the omission diagnostic rate of malignant thyroid nodules. The real-time ultrasound elastography is a newly developed ultrasound technology (8) . This technology reflects the hardness of monitored tissues mainly by detecting tissue distortion degree by applying external pressure. Images are developed in accordance with hardness differences among tissues. Ultrasound elastography could provide information on elasticity, which is the basic mechanic property so as to provide a new way of identifying benign and malignant thyroid nodules. This study evaluated advantages and disadvantages of B-mode ultrasound and ultrasound elastography in identifying benign and malignant thyroid nodules. We combined the B-mode ultrasound with ultrasound elastography for diagnosis, and found that identification of benign and malignant thyroid nodules by the combined ultrasound showed good results. The accuracy was greatly improved which indicated that the elasticity imaging technology could raise the accuracy of identifying benign and malignant thyroid nodule by B-mode ultrasound.
In the present study, we found that the accuracy, sensitivity, specificity and positive predicative value of combined ultrasound were all better than those of B-mode ultrasound and ultrasound elastography. Results above showed that there is no significant difference between the diagnostic accuracy of thyroid nodules by B-mode ultrasound and ultrasound elastography. Perhaps it is because the elasticity imaging technology could provide information related to tissue elasticity and is affected by many factors. Goertz et al (9) have compared the results of B-mode ultrasound and the elasticity imaging technology and found the latter showed no advantages over the former. However, the accuracy between the two technologies in diagnosis of thyroid nodules revealed no statistical significance. Ultrasound elasticity imaging is a technology aiming at tumor examinations and gives relatively ideal imaging effect of Table II . Comparisons of the accuracy, sensitivity, specificity, positive predictive value and negative predictive value of the benign and malignant thyroid nodule among different methods. tumors or diffused diseases. At present, most clinical studies suggested that B-mode ultrasound is better in the aspects of accuracy, sensitivity and specificity. However, ultrasound elastography is limited in its improvement. Therefore, in recent years, a number of literature data have focused on the diagnosis effects of B-mode ultrasound detection method combined with the elasticity imaging technology. All research indicated that combined detection has greatly increased the diagnosis sensitivity, specificity and positive predicative values, which in turn conform to our research results (10) (11) (12) . Ultrasound elasticity imaging technology identified the hardness, elasticity and pathological characters of lesion tissues. So it could serve as the basis of pathological diagnosis. Its application in pathological diagnosis of breast diseases is relatively good. The identification accuracy of benign and malignant tissues reached 89.6-91.3% which is a relatively good directive significance for clinical diagnosis (10) . However, thyroid nodule tissues are different from breast tissues as the density difference among benign and malignant nodules is smaller than that of breast tumors. So, the diagnosis accuracy of benign and malignant tissues is reduced. It is still a kind of significant iconography detection methods with wide application. There are many reliable reports on its individual application. Also, there are some controversial reports (11) . In terms of the diagnosis of benign and malignant thyroid nodules, some scholars suggested that the elasticity imaging technology could not be used as an independent diagnosis method (5). Ultrasound elasticity imaging technology has its own advantages of identifying lesion nature. Ultrasound elasticity imaging could locate tumors and reveal the relationships between tumors and surrounding tissues. In recent years, the application of real-time tissue elastography (13-15) technology allowed recording of real-time color images. Judgment of the nature of the tumor could be more exact based on echo signal movement. The diagnosis effect would be further improved in the combination of ultrasound elasticity imaging with routine inspection. Therefore, it is more appropriate to take ultrasound elastography as an assisting detection method for B-mode ultrasound examination (16) (17) (18) .
To conclude, ultrasound elasticity imaging technology, as a new technology, has relatively high diagnotic value for identifying benign and malignant thyroid nodules. The ultrasound elasticity imaging technology could effectively complement B-mode ultrasound diagnosis, and improve the sensitivity, specificity and accuracy of ultrasound diagnosis of thyroid carcinoma.
